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Abstract— Nowadays, electric-powered hand prostheses do
not provide adequate sensory instrumentation and artificial
feedback to allow users voluntarily and finely modulate the
grasp strength applied to the objects. In this work, the design
of a control architecture for a myocontrol-based regulation of
the grasp strength for a robotic hand equipped with contact
force sensors is presented. The goal of the study was to provide
the user with the capability of modulating the grasping force
according to target required levels by exploiting a vibrotactile
feedback. In particular, the whole human-robot control system
is concerned (i.e. myocontrol, robotic hand controller, vibrotac-
tile feedback.)
In order to evaluate the intuitiveness and force tracking
performance provided by the proposed control architecture,
an experiment was carried out involving four naı̈ve able-
bodied subjects in a grasping strength regulation task with a
myocontrolled robotic hand (the University of Bologna Hand),
requiring for grasping different objects with specific target force
levels. The reported results show that the control architecture
successfully allowed all subjects to achieve all grasping strength
levels exploiting the vibrotactile feedback information. This
preliminary demonstrates that, potentially, the proposed control
interface can be profitably exploited in upper-limb prosthetic
applications, as well as for non-rehabilitation uses, e.g. in ultra-
light teleoperation for grasping devices.
I. INTRODUCTION
The act of correctly grasping objects has been shown over
decades to be a very complex task, since many degrees
of freedom have to be activated in a simultaneous and
coordinated manner, along with learning and percetion skills
[1]. In this relation, the human hand presents remarkable
capabilities in object manipulation, whereas, in contrast, the
control of grasping devices such that to replicate human’s
proportional and fine physical interactions with objects is
still a big challange in the scientific community [2].
This is also the case of human-robot interface systems. In
this context, one of the most popular approaches of control-
ling robotic hands in human-in-the-loop scenarios is the use
of myocontrol [3]. A myocontrolled robotic hand consists
of the online extraction of control signals from muscle ac-
tivity measurements (traditionally surface electromyography,
sEMG [4]) in order to regulate the behavior of the grasping
device. However, although sEMG signals present positive
features to realize control interfaces, we always have to deal
with their innate instability [5]. On the other hand, it has been
shown how the providing of an artificial sensory feedback
related to the grasp strength plays a role in improving
the consistency of the commands generated by means of
myocontrol during target grasping tasks [6]. Moreover, the
The authors are with the Department of Electrical, Electronic and
Information Engineering, University of Bologna, 40126 Bologna, Italy
presence of a grasping force feedback is one of the principal
requirements in myocontrolled robotic hands for prosthetic
purposes as a partial restoration of the amputees’ sensory
function. Nevertheless, none of the available prosthetic hands
nowadays provide sensory feedback to the user about the
interactions exchanged between robotic hand and objects1
[8].
In literature, researchers have used different non-invasive
modalities to implement an intuitive feedback stimulation
for the user, and most common methods provide patterned
electrotactile, mechanotactile, or vibrotactile stimulation of
the skin, in accordance with the general approach known as
sensory substitution [9]. Here, we are interested in focusing
on the vibrotactile modality (i.e., the use of vibration motors
to deliver skin mechanical stimulations.) Note that vibrotac-
tile feedback has been already studied in several works [10],
[11], [12], and is not a recent approach at all.
In this work we did not want to answer the question if
force feedback (in our application based on a vibrotactile
device) can help the user during grasping operations. Many
works on this topic have been proposed in the literature and
the problem is still open [13]. The actual goal of this research
activity was to investigate how to allow the user reproduce
fine, target strength reference values exploiting vibrotactile
feedback while grasping objects with a mycontrolled robotic
hand. For this reason the main innovation of this article
concerns the design of a complete human-robot control
architecture, in which the user provides velocity commands
to the hand, equipped with contact force sensors mounted on
the fingertips, and receives an information that synthesizes
the interaction force during grasping via the vibrotactile
device.
In order to test the performance of the proposed control
architecture, we involved four naı̈ve able-bodied subjects in
a simple experiment consisting of operating a myocontrolled
robotic hand (the University of Bologna Hand, UB Hand),
producing different target strength levels while grasping
objects of different shape. The results show that all subjects
successfully accomplished the required task for all objects
and grasping force levels.
The paper is organized as follows: in Sec. II the devices
used in this work are presented along with the concepts of
the proposed control architecture; in Sec. III the protocol
and results of the experiment are illustrated; finally, Sec. IV
outlines the conclusions.
1A recent exception has to be mentioned: the VINCENTevolution2 system
[7] equipped with a simple feedback of touch onset using a single vibration
motor.
(a) The UB Hand. (b) Force sensor. (c) Noitom Hi5 Glove.
Fig. 1. The UB Hand, contact force sensor and Hi5 Glove.
II. MATERIALS AND METHODS
A. sEMG Setup and Acquisition
The acquisition of the sEMG signals was perfomed by
means of the biopotential wearable board Cerebro [14].
The data were sampled and streamed at 1kHz to a nearby
PC using an onboard Bluetooth interface. Two couples of
differential low-cost surface electrodes (two sensors for each
EMG channel) were placed on the skin in correspondence of
the Flexor Digitorum Superficialis (FDS) and the Extensor
Digitorum Communis (EDC) muscles. In order to use the
sEMG for myocontrol (see next Subsec. II-D.1), the follow-
ing filtering procedure was applied to the signals [15]: (i)
a 50 Hz notch filter for powerline interference cancellation,
(ii) a 20 Hz high-pass filter and, finally, (iii) the Root Mean
Square (RMS) value was computed on a 200 ms window.
B. UB Hand and Contact Force Sensors Description
The robotic hand used within the present work was the UB
Hand [16], see Fig. 1(a). The hand is a dexterous, anthropo-
morphic fully actuated grasping device, characterized by a
particular actuation system that requires 5 coupled tendons
for each finger of the hand (with 3 actuated DoF). In total,
there are nJ = 15 DoF actuated by nm = 25 tendons, each
one driven by a Dynamixel RX-24F servomotor. The position




m − θm), (1)
where τm ∈ Rnm denotes the vector of the motor torques,
Km = diag(Km,1, ...,Km,i, ...,Km,nm) is the proportional
gain matrix, and θrefm , θm ∈ Rnm are the reference and actual
position of the motors, respectively. Note that by acting on
the elements of the diagonal of Km it is possible to select
the stiffness of each motor. At the joint control level, the
three actuated joints of a finger are connected to 5 tendons
driven by 5 servomotors, as described in [16]. The mapping
between the joint and motor space is described by the linear
relation
θm = H θJ , with H ∈ Rnm×nJ , (2)
where θJ ∈ RnJ is the vector of the joint angles. Therefore,
the reference value θrefm (see eq. (1)) can be computed
according to eq. (2) once a desired joint configuration
θJ := θ
ref
J is given. The computation of the joint reference
configuration according to the control architecture presented
in this work is shown in Sec. II-D.2.
Furthermore, the robotic hand is equipped with three semi-
spherical contact force sensors (OMD-20-SE-40N Optoforce
[17]), which measure the amplitude of forces along the x, y
and z directions as shown in Fig. 1(b), namely fx, fy, fz . The
three sensors are placed on the fingertip of the thumb, index
and middle fingers thanks to the presence of a 3D-printed
custom support (see Fig. 5(a).) In this work, the norm of







z,i, with i = {T, I,M} referring to
the thumb, index and middle fingers, respectively.
C. Vibration Motor for the Vibrotactile Feedback
The vibrotactile stimulation to the user of the myocon-
trolled robotic hand was provided by means of the vibration
motor embedded on the wrist armband of the Noitom Hi5
glove [18] (see Fig. 1(c)), a wearable device for hand’s finger
motion tracking and feedback stimulation. Note that the mo-
tion tracking functionality of the glove is not used, and only
the vibration motor was applied to the wrist of the subjects
during the experimental session, as illustrated in Fig. 5(a).
Specifically, this vibration motor can be controlled at the rate
of 1Hz by commanding the duration time of a vibration
(at a given constant intensity) through a Bluetooth inter-
face. Therefore, the modulation of the vibrotactile feedback
stimulation was obtained by implementing a pulse-width
modulation approach, in which an input signal ν ∈ [0, 1]
– namely, the normalized feedback signal – modulates the
duty-cycle of the vibration motor activation signal (only two
levels: high value for vibration, low value for no vibration)
within a pulse period T = 1s. An example of a duty-
cyle modulation of the vibrotactile feedback stimulation is
provided in Fig. 3.
D. Control Architecture
Preliminary Concepts: The realized control architecture
is presented in the following, organized in the subsections
Myocontrol, UB Hand Controller and Vibrotactile Feedback.
For the mycontrol, a factorization approach based on Non-
negative Matrix Factorization (NMF [19]) was used, as illus-
trated in detail in Subsec. II-D.1. Note that the control by the
user of different robotic grasp actions at the same time was
not within the interests of the present work. In this relation,
NMF has been successfully used for semi-unsupervised,
human-like myocontrol based on muscle synergies related
to user’s opening/closing hand motions [20]. For the UB
Hand controller, the grasp was realized using a myocontrol-
driven input signal for the regulation of the robotic hand joint
velocities, combined with a postural synergy based approach
[21]. Furthermore, also the measurements of the contact force
sensors were exploited in the UB Hand controller, as outlined
in Subsec. II-D.2. Finally, the vibrotactile feedback stimula-
tion is exaplained in detail, reporting for the generation of
the normalized feedback signal (see also Subsec. II-C.) The
general scheme of the control architecture can be observed
in Fig. 2.
Fig. 2. Scheme of the control architecture for the grasp strength regulation. Fig. 3. Example of the duty-cycle modulation of
the vibrotactile feedback stimulation.
1) Myocontrol: In order to obtain a control signal pro-
portional to the closure level of the user’s hand – namely
the hand closure level σinput – the NMF algorithm2 was
applied to forearm’s sEMG signals to determine the muscular
synergy matrix SM related to hand motions. In detail, the
estimation of SM was carried out by means a short calibra-
tion phase. In particular, the user had to perform a simple
specific motion: open and close her hand (two times). At
the same time, the sEMG signals were acquired to build
a matrix Eoffline ∈ RnE×n, where nE is the number
of sEMG channels (in our case nE = 2, see Subsec. II-
A) and n is the number of samples collected. Then the
NMF algorithm was applied for the computation of the
muscular synergy matrix SM ∈ RnE×nU , according to the
equation Eoffline ≈ SMUoffline, with U ∈ RnU×n the so-
called offline neural drives matrix, and nU the number of
supraspinal neural drives (in our case nU = 2). For further
details on the application of NMF for the estimation of the
muscular synergy matrix during hand closure motions, refer
to our previous work [20].
Once obtained the matrix SM , the online computation of
the neural drives could be performed according to




]T ∈ R2 is the vector of the
instantaneous values of the neural drives, S+M is the pseudo-
inverse matrix of SM and E(t) =
[
e1(t) e2(t)
]T ∈ R2 is the
vector of the instantaneous values of the sEMG channels.
Thereafter, the hand closure level was obtained from the
estimated neural drives as
σinput = cscale(ue(t)− uf (t) + coffset) (4)
where cscale and coffset are proper constants in order to map
σinput in the range [−0.5, 0.5]. Then, this signal is connected,
as an input, to the UB Hand controller (see Fig. 2.)
2) UB Hand Controller: Also referring to some notation
previously introduced in Subsec. II-B, let us define θ̇refJ ∈
RnJ the vector of the robotic hand joint velocities. In par-





















is the vector of the joint velocities
of a single finger, with i = {T, I,M,R, P} indicating
thumb, index, middle, ring and pinkie fingers, respectively.
Then, the instantaneous joint reference configuration θrefJ
2Given a nonnegative matrix A ∈ Rm×n (a matrix whose elements are
all non negative), the product WH is called NMF of A if nonnegative
matrices W ∈ Rm×k and H ∈ Rk×n, with k < min(m,n), are found
such that the functional f(W,H) = 1
2
‖A−WH‖2F is minimized [19].
was defined according to the concept of postural synergies,
and given by the velocity control law
θ̇refJ = Kgain SP αv σ. (5)
In eq. (5), σ is the myocontrol-driven control input given by
σ =

σinput − σ̄1, if σinput ≤ σ̄1
0, if σ̄1 < σinput < σ̄2
σinput − σ̄2, if σinput ≥ σ̄2
, (6)
where σ̄1 and σ̄2 are two constant threshold values with
σ̄2 > σ̄1 (in the experimental session reported in Sec.
III, σ̄1 = −0.1 and σ̄1 = 0.1), and σinput is provided
online – modulated by the hand opening/closing motions
of the user – in accordance with eq. (4). αv ∈ R3 is a
versor in the postural synergy subspace defined as αv =
(αclosed − αopen)/(‖αclosed − αopen‖), being αopen and
αclosed the hand postures in the synergy subspace closest
to the hand totally open and closed postures in the joint
space, respectively. SP ∈ RnJ×nS is the postural synergy
matrix (computed as in our previous work [22]), where
nS = 3 is the number of eigenpostures [22] taken into
consideration. Finally, Kgain ∈ RnJ×nJ is a diagonal gain
matrix depending on the contact force of each finger, defined
as
Kgain = diag(KT , ...,KT︸ ︷︷ ︸
4 times
, ...,Ki, ...,Ki︸ ︷︷ ︸
4 times
, ...,KP , ...,KP︸ ︷︷ ︸
4 times
),












, if |fi| < f̄ for i = {T, I,M}
K̄
γ , if |fi| ≥ f̄ for i = {T, I,M}
0, ∀ |fi| for i = {R,P}
,
(7)
in which |fi| ∈ R+ is the norm of a single finger force
sensor, f̄ is a constant threshold (empirically determined)
equal to the minimum force value to consider a fingertip in
contact with an object, K̄ is the control gain when there is
no contact with the object and γ is a factor to scale the gain
K̄ to the lower value K̄/γ when a specific finger comes
into contact. Note that γ produces a reduction of the gain
Ki that, in turn, determines the extent of the contribution
of the user command (i.e. the myocontrol-driven input σ,
see eq. (6)) to the variation of the hand joint velocities,
having a twofold reason: (i) the motion of the finger that
came into contact with the object is slowed down, allowing
Fig. 4. Values of Ki as a function of the norm of the contact force.
TABLE I
OBJECTS USED IN THE EXPERIMENT.
Object Type Box Cylinder Sphere
Size [mm] 88× 54× 54 100× 75× 75 65 (radius)
for an adaptation of the grasp to the object shape, and (ii) the
capability of the user in finely modulating the grasp strength
is highly increased, thanks to the possibility of providing
small adjustment to the value of the robotic hand joint
reference (see eq. (5)). Finally, note that, for i = {R,P},
Ki was set to zero because in this study only tripodal
grasps were considered. Fig. 4 depicts the values of Ki
(for i = {T, I,M}) as a function of fi. Eqs. (5)—(7) are
summarized in the block diagram of Fig. 2.
3) Vibrotactile Feedback: The vibrotactile stimulation
was provided to the user on the basis of the normalized
feedback signal ν (see Subs. II-C), which was a function
of the estimated internal force of the grasp, i.e. the forces
exterted at the contact points that present zero resultant forces
on the object. Formally, these forces are defined as the force
vector which spans the null space of the so-called grasp
matrix (often denoted by G) [23]. For precison tripodal
grasps, the thumb fingertip is in contact in an opposite
location with respect to the index and middle fingertips,
and its contact force must be counteracted by the other two
fingers and viceversa, therefore representing an approximated
measure of the applied internal force. In line with the concept
illustrated, the force exerted by the thumb was used to
approximate the internal force, and the normalized force






∣∣|fT | − f̄T ∣∣ ≤ cnorm
0, if
∣∣|fT | − f̄T ∣∣ ≤ β
1, if
∣∣|fT | − f̄T ∣∣ > cnorm , (8)
where cnorm is a normalization constant and β denotes
an error band for which the tracking of f̄T is considered
achieved (in our experiment β = 0.03, see Subsec. III-B).
Therefore, the combination of eq. (8) with the duty-cycle
modulation of the vibration motor (see Subsec. II-C and Fig.
3) generated the vibrotactile stimulation feedback. Note that,
since the vibrotactile feedback reflects the absolute value of
the error between estimated and target grasp strength, during
the experiment reported in Sec. III the user was assisted by
a screen informing about the sign of the error, see Fig. 5(b)
(whereas the extent of the error was available only through
the vibrotactile stimulation).
III. EXPERIMENT AND RESULTS
In order to test the capability of a user to exploit the pro-
posed control architecture, an experiment was conducted in-
(a) Overview. (b) |fT |−f̄T graph-
ical information.
Fig. 5. The experimental setup for the grasp strength regulation experiment.
volving four naı̈ve able-bodied subjects. The experiment was
performed in accordance with the Declaration of Helsinki.
A. Experimental Setup and Protocol
Fig. 5(a) shows the setup organization for the experimental
session. The subjects were four men between 25 and 35 years
old (namely S1, S2, S3, S4), and none of them experienced
myocontrol before. During the experiment, each subject was
seated in front of a desk equipped with the UB Hand
(described in Subsec. II-B) and a screen to provide the grasp
strength error sign information (see Subsec. II-D.3). A couple
of differential sEMG electrodes was placed in proximity of
the FDS and EDC muscles’ belly (see Susec. II-A), and the
vibration motor described in Subsec. II-C was fixed on the
forearm close to the wrist.
First of all, during the myocontrol training session, the
subject had to fully open and close his hand for two times
while the sEMG signals were recorded. After that, the system
automatically computed the pseudo-inverse of the muscular
synergy matrix S+M and the scaling constants as described in
Subsec. II-D.1. At this point the myocontrol was calibrated
and ready to be used. Thereafter, the grasping strength
regulation task took place. The myocontrol was connected to
the UB Hand, according to Subsec. II-D.2, and the subject
received the vibrotactile feedback as described in Subsec. II-
C and II-D.3. Specifically, at the beginning the subject had
to keep the robotic hand fully open, until the experimenter
handed out the first object. At this point the subject had
to close the robotic hand to perform a tripodal grasp, see
Fig. 5(a). Here, the experimenter released the object and the
subjects had to regulate – by means of myocontrol – the
grasp strength, according to three arbitrary reference levels.
In detail, during the grasping, the first required strength level
was represented (according to Subsec. II-D.3) by a thumb
force f̄T = 0.2N , then varying to f̄T = 0.4N , and finally to
f̄T = 0.6N . These three target values were chosen, in this
preliminary experiment, with empirical method in order to
allow a fine grasp strength regulation. Each of the grasping
strength level had a duration of approximately 100s, and
changed during the grasp, i.e., without the releasing of the
object by the subject. In the end, the experimenter vocally
instructed the subject to release the object (i.e., open the
robotic hand) and took the object back with her. Three
different objects were used in the experiment: namely the
Fig. 6. Signals of the strength regulation with
the Box object (sbj. S4).
(a) Box object. (b) Cylinder object. (c) Sphere object.
















Force Level [N] 0.2 N 0.4 N 0.6 N
(a) Settling time grouped by Object, for the three














Force Level [N] 0.2 N 0.4 N 0.6 N
(b) SSE grouped by Object, for the three possible
levels of Strength Reference Level.
(c) Bar graph of the data grouped by settling
time and SSE.
Fig. 8. Grouped data based on the factors for the ANOVA and on the metrics settling time and SSE.
Box, Cylinder and Sphere (supplied in this order), whose
dimensions and figures are reported in Tab. I. Three different
regulation tasks with the three strength levels were carried
out for the three different objects. The subject rested 10
minutes after each single task.
B. Grasp Strength Regulation Results
Fig. 6 shows the resulting signals for the grasping stength
regulation task of one of the subject (S4) with the Box object.
Looking at the figure, in the top graph it is possible to
see how the grasp strength – approximately represented by
the thumb force |fT | (see Subsec. II-D.3) – was succefully
modulated in order to reach the three different reference
levels, after presenting undershoot/overshoot behaviour and
different settling times at the beginning of each strength
level. Note that we considered the tracking of a reference
level succefully achieved when |fT | entered within an error
band equal to ±5% of the higher stength reference level
(0.6N ), i.e. the range [f̄T −0.03, f̄T +0.03], and remained in
this range until a new strength reference level was required
(or until the experimenter instructed the subject to release
the object, as at the time instant around 230s in Fig. 6.)
Accordingly, the settling time is intended as the time to reach
the successful tracking condition, once a reference strength
level was given to the subject. Focusing now, in Fig. 6, to
the graph of the hand closure level σinput (see Subsec. II-
D.1), it is possible to observe how this signal was intuitively
regulated for force increase (time instants around 0s, 100s,
200s), or for force decrease (time instant around 30s, 290s).
Indeed, this is clearly reflected in the graph plotting σ, the
myocontrol-driven signal given by eq. (6), where we can see
non-zero values only outside of the σref -related deadzone.
Finally, the bottom graph of Fig. 6 illustrates how σ was
modulated by Kgain: when |fT | < f̄ (orange dashed line in
the top graph of Fig. 6), KT assumed higher values (see
the case#1 of eq. (7)), therefore also determining higher
values of KT σ compared to when fT ≥ f̄ (i.e. contact with
the object) with KT assuming lower values (equal to K̄/γ
according to case#2 of eq. (7).) This shows how the subject
had a lesser (greater) incidence on the increasing/decreasing
of the grasp strength after (before) the fingertips came in
contact with the object, due to a finer (faster and coarse)
modulation of the robotic hand joint velocity references.
The behaviour shown in Fig. 6 was replicated by all the
subjects, that successfully regulated the force for all the
strength reference levels. This is reported in Fig. 7 in terms of
mean and standardard deviation values of the regulated grasp
strength, computed over the subjects. Furthermore, Fig. 7
also shows – on average over the subjects – how the tracking
error of f̄T increased during the transients (defined as the
temporal portion between the setting of a strength reference
level and the related settling time of |fT |), showing also a
greater variability in the performance among subjects.
In this relation, two metrics regarding only to the transient
stages were statistically analyzed: the settling time and the
Sum of Squared Errors (SSE). Therefore, a two-way repeated
measure Analysis of Variance (ANOVA) was conducted for
each of the two transient-related metrics. In the ANOVA,
the two investigated factors were Object (Box, Cylinder
or Sphere) and Strength Reference Level (0.2N , 0.4N and
0.6N ), and the statistical significance was set to p < .05. The
related boxplots of the different data groups can be found
in Fig. 8. The Mauchly’s test was performed to check the
assumption of sphericity.
Considering first the settling time metric, the Mauchly’s
test indicated that the assumption of sphericity had been
violated for the interaction effect between the strength level
and the type of object, W = 2.4 ·10−17, p < .001. Therefore
the degree of freedom was corrected using the Greenhouse-
Geisser estimate of sphericity. All effects are reported as non-
significant, F (2, 6) = 3.55 and p > .05 for the main effect
of the strength level, F (2, 6) = 0.24 and p > .05 for the
main effect of the type of object, and F (1.58, 2.38) = 0.14
and p > .05 for the interaction effect. For the SSE metric,
Mauchly’s test indicated that all effects had not violate the
assumption of sphericity. As for the settling time metric,
all effects are reported as non-significant, F (2, 6) = 2.59
and p > .05 for the main effect of the strength level,
F (2, 6) = 1.58 and p > .05 for the main effect of the
type of object, and F (4, 12) = 1.95 and p > .05 for the
interaction effect. Therefore, the ANOVA revealed that the
support of the experimental data is weak to make statistical
conclusions about the main and interaction effects of the
factors Object and Strength Reference Level, and therefore
we cannot draw significant interpretations in this specific
sense. Consequently, as usual in the case of non-significant
factors, the related data is pooled together for the settling
time and SSE metrics, as can be observed in the bar graph
of Fig. 8(c), reporting for a mean settling time of 23.28s and
a mean SSE of 25.92N2 computed over the four subjects
involved in the experiment.
IV. CONCLUSIONS
In this article a control architecture for the online regula-
tion of the grasp strength of a myocontrolled robotic hand has
been presented. In particular, a specific vibrotactile feedback
stimulation on the basis of an approximation of the internal
force of the grasp was provided to the user. The experimental
results reported in Subsec. III-B show that all the subjects in-
tuitively and successfully reached three target strength values
(Fig. 7). In particular, during the force reaching transients,
they presented a mean settling time of 23.28 ± 8.04s and
a mean SSE of 25.92 ± 20.17N2. Upcoming investigations
will be focused on several aspect. Firstly, the design of
additional vibrotactile feedback modulations, with the aim
of improving the user sensory awareness. Furthermore, a
decrease of the settling time will be concerned, searching for
more appropriate solutions both in the interface and control
of the robotic hand. Finally, more advanced experimental
protocols will be employed, involving trans-radial amputed
subjects in the test of the myocontrolled robotic system.
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